MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES RECEIVED

STATE PUBLIC HEALTH LABORATORY By Carol Day at 8:43 am, Mar 17, 2014
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT

Complete this report in duplicate at the time of the regular monthly preventative maintenance check, and whenever instrument is repalred.
Send copy to Depariment of Health and Senior Services; retaln original in department fite.

ALCO SENSCR IV SN PRINTER SN DATE OF INSPECTION
097430 (093.3580.928 03/04/2014

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
600 E. Walnut Columbia 6:06 pm

CHECKLIST: Place a mark In the box by each ltem if found to be satlsfactory or if operaling within established limits. {Wrile In observed val-
ues where determined.) Unmarked Iltems must be corrected before using instrument,

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL})

[/l TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

IZ} TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS
SIMULATOR SOLUTION [l cOMPRESSED ETHANOL-GAS MIXTURE

LoT # 13210 ExP, DATE 07/28/2015

STANDARD SUPPLIER Guth Labs
SIMULATOR TEMPERATURE (34°C £0.2°C) __34.0  SIMULATOR SN ___SD2761  SiMULATOR EXP DATE 01/07/2015

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard sofution, All throe tesls must be within £5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solutfon belng used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0,095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1% 102 TEST 2= 403 TEST3 % 401

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 2 {0-.04) 0 (0s-00) O (1014 4 (15-19) 1 (OVER.19) 3
List any new paris and describe any aiteration or moditication that was made lo restora the instrument to operate satisfactorily and within
esiablished limits {use other side if necessary).

INSPECTING OFFICE B
- PHINT NAME

SIANATURE A . - a

I 1, 2 Nathan Turner
TYPE 1| PERMITAUMBERFEXRIRATION DATE ———. .. | TELEPHONE NUMBER .
220441 12/20114 (573)874-7652 ~

.| Return completed report to the: Breath Alcohel Program, MO Department of Health and Senlor.Services, Southeast Dislrict Office -
2875 James Boulevard :

Poplar Bluff, MO 63901 -
: LAB-114

AN EQUAL QPPORTURITY/AFFIRMATIVE AGTICH EVIPLOYER
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CERTIFICATE OF ANALYSYS

Gortiflad Aloohol Referenco Holutlon for Shuulator

Random Samples of Lot Number 13210 of
Aleohol Refexonce Solutlon for Simulator were: analyzed by
gas ohwomntography on July 31, 2613, uslng a Porkin Blmor Gay Chrosmnlograph

Autosystom XL S/N: 610N030209,nd found to conlaln  0,1216% (wivoly

othyl aleohol, Tho explrations dalo for this fot
+ hutbor- Ls July 29,2008 Bt 11:39 PM,

When usod I n'ohllpgfnted Simulator, operating .nt"
34°C b= 1.2°C, thly solulidl witl give & Droalh- aloohdl.-
anafysls Ingtmmenit reading of 0,100 g/210L +/~ 3%, '

"The alookol and ‘\Jc‘ter ’usad in th!s:soluuon Wore
froe of tost Interforing substances.

Te'é L, Pauley, Pres!doélt

GUTH LABORATORIRS, INC,

g e -

NIST Traosabiltiy: '
Texfing was conducied ushng Corilllant Ruforence Standard lo} number FNI2AML02 whose

valties are traceuble to NIST, . )
Al gﬂlnnm are oalibraied annnally by dir oiistde agenoy nsing NIST fraceable walghis,

. Callbration verlfiaation Is daie priov to eaoh use utiljzing NIST iracsabls walghts, -
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